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I. INTRODUCTION 

The alternating current scanning tunneling microscope (ACSTM) extends the capabilities of the 
STM from a simple atomic scale topographic and local density of states (LDOS) probe to a 
spectroscopic probe capable of measuring local variations in chemical, dielectric, and magnetic 
properties. 1-10 Spectroscopic contrast has already been observed on several surfaces, 5 * 6 but its 
interpretation is not resolved. In addition, the ACSTM extends the capabilities of the tunneling 
microscope beyond conducting substrates to enable imaging and local spectroscopy on 
insulators. 1-10 


Kochanski first demonstrated ACSTM operation on insulators and semiconductors by detecting the 
third harmonic of the applied b is frequency in a cavity resonant at the detection frequency. 1 This 
scheme has since been applied {»/ others to study substrates ranging from metals to insulators 2 * 3 and 
to measure doping profiles in silicon. 6 In our previous work, we have avoided the use of a resonant 
cavity in favor of retaining broadband frequency response. 4 - 710 

The ACSTM is conceptually very similar to conventional STM. The sample is scanned by a 
piezoelectrically driven probe dp controlled by a feedback signal sensitive to the probe tip-sample 
gap distance. In ACSTM a high (typically microwave) frequency bias is applied to the probe tip. 
We can apply a bias at ary frequency from DC to 20 GHz, 11 an additional variable with which to 
interrogate the surface under study. The response that can be expected varies from quasi-static at 
low frequencies to dispel i vs at high frequencies. In the quasi-static limit the ACSTM can be treated 
as a conventional STM experiment with a time-varying DC bias. In this limit there is no extra 
information in the bias frequency domain, 12 At sufficiently high frequencies, the tunnel junction 
response becomes dispersive. This deviation from quasi-static behavior is due to the inability of 
the system to follow the rapidly oscillating AC field. By mapping the frequency and amplitude 
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dependence of this response, we can determine the origin(s) of these effects and use this information 
to elucidate the local chemical, electronic, and/or structural properties of the substrate surface. 8,10 

Only a small fraction of the power incident on the ACSTM probe tip is expected to interact with the 
tunneling junction. 13 Therefore the response signal due to the tunneling junction will be small 
compared to the total incident power at the fundamental frequency. Further complications arise from 
non-local interactions of the probe with its surroundings which can dominate the ACSTM response 
at the fundamental frequency. These non-local interactions can affect the microwave energy in the 
ninnr. lin g junction, thus complicating the interpretation of the local non-linear signal as well. 
Minimizing the non-local interactions is desirable for any ACSTM detection scheme and is the 
focus of this report 

II. INSTRUMENT DESIGN 

The microwave signal from the ACSTM is sensitive not only to the properties of the tunneling 
junction, but also to electromagnetic interactions with structures within and surrounding the 
ACSTM. At microwave frequencies these interactions can dominate the AC response if not properly 
considered in the design. We have found two interactions to be critical: 1) radiation from the probe 
tip coupling to cavity modes of the ACSTM electromagnetic interference (EMI) and acoustic shield 
enclosure, and 2) reflections within the coaxial cable to the probe tip leading to standing waves in 
this line. The ACSTM design described herein operates in air and minimizes these effects. 

A. Cavity Modes 

The ACSTM is enclosed in an aluminum cylinder which serves to isolate the ACSTM from its 
surroundings electromagnetically and acoustically. Unfortunately, the EMI and acoustic shield and 
its contents also act as an electromagnetic resonant cavity to which the ACSTM probe tip can 
radiatively couple. For this cylindrical cavity with a height of 24.5 cm and a diameter of 19.6 cm 
(neglecting the enclosed structures: the STM. the vibration isolation viton stack, the lead wires. 
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etc.), the lowest frequency resonant mode is tbeTEm at 1.09 GHz. 14 This mode defines the cutoff 
frequency of the cavity, below which all modes are evanescent. Since these modes generally do not 
have TEM character, the field structures of the high order modes become spatially complex. The 
nature of the coupling of the tip to these modes, e.g. resonant or antiresonant, is thus complex and 
depends not only on the frequency but also on the position of the probe tip and the sample probe 
within the mode field pattern and the radiation characteristics of the probe tip. Coupling between 
the probe tip and the sample probe can also be mediated by the cavity modes. Additionally, the high 
Q of cavity resonators, ca. 10 4 , 15 will give rise to very sharp features in the probe tip-sample probe 
coupling. 

Cavity modes can be suppressed by introducing absorbers into the cavity to lower the Q of these 
modes. At these frequencies absorbers are typically either ferromagnetic resonant or resistive. We 
have fabricated microscope parts from a ferromagnetic resonant absorber material, Ferrosorb (for 
an example, see the sample elevator in Fig. 4 of Ref. 7). 16 This is effective at high frequencies where 
the <ron particles ferromagnetically resonate and the probe tip radiation is most significant Effective 
over a broader frequency range is die introduction of ohmic losses at the enclosure walls by lining 
them with carbon-loaded conductive foam, 18 the type used for storing electronic devices. 
Combined, these absorbers have a dramatic effect in reducing these cavity modes (see Fig. I). 19 
Note that the effects of standing waves remain and can be observed in trace B of Fig. 1. 

If the enclosure could be made small enough so that the highest frequency of interest, 22 GHz, 20 was 
below the cut-off frequency of the cavity, the system would be completely free of cavity mode 
interferences. For a similarly proportioned cylinder, a diameter less than 1 cm would be required. 
Fortunately only the tip-sample region need be enclosed by the cavity not the entire ACSTM. and 
consequently an enclosing cavity was created within the ACSTM structure. This was realized as 
a two-part cavity which did not compromise the function of the beetle-style STM 7 - 21 as shown in 
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Fig. 2. The sample holder serves as the upper part of the cavity (C) and includes the beetle walker 
ramps (D). The lower part of the cavity (E) contains the ACSTM probe tip (A) and is mounted on 
the scanner piezoelectric tube (G). Electrical contact between the two parts is achieved by means 
◦f a liquid metal seal, 22 which has the advantage that it allows unhindered rotation and translation 
of the sample holder as required for tip-sample approach in the beetle-style STM. The liquid metal 
(F) is held in a circular trough in the lower portion of the cavity (E). A short segment of stainless 
steel tubing (I), is soldered to the upper portion of the cavity (C) and protrudes down into the trough 
of liquid metal forming a continuous electrical contact A complication of this small cavity design 
is that the sample (B) is at the same potential as the shielding enclosure (C, E, and I). This can be 
overcome by applying a DC bias to the transimpedance (low frequency) amplifier. Alternatively 
we have also applied a DC bias to the sample via a small battery (L) in Fig. 2. In this case the sample 
is mounted on one terminal of the batten; and the other is connected to the sample holder (M). Hence 
the small cavity ACSTM can be operated simultaneously or independently as a conventional STM. 

B. Standing Waves 

Standing waves result from die interference of one or more waves, which hr re consist of the incident 
wave from the microwave source and the waves reflected at transmission line discontinuities. The 
most important “discontinuity" is the ACSTM tunneling junction itself which behaves like an open 
circuit termination, reflecting nearly all the incident energy. If there were no other reflections, the 
reflected power vs. frequency would depend only on the changing environment of die ACSTM 
probe tip. If there are other reflections due to interfaces within the transmission lines, these will 
interfere with the wave reflecting from the tunneling junction, resulting in periodic constructive and 
destructive interferences in the frequency domain as shown in Fig. 3. 23 These reflections not only 
cause interferences in the reflected wave, but also in the wave incident on the ACSTM probe tip via 
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multiple reflections. These interferences also affect the detection leg of the instrument leading to 
variations in instrument sensitivity with detection frequency. 

The effects of standing waves in the ACSTM probe tip design of Ref. 4 can readily be seen by 
measuring Sn vs. frequency 24 for the probe tip as shown in trace A of Fig. 3. The two large peaks 
are caused by a transmission line discontinuity due to the 14 mm of the coaxial transmission line 
closest to the ACSTM probe tip, constructed from stainless steel hypodermic syringe tubing and 
PTFE tubing (see Fig. 2 of Ref. 4). The dimensions had been chosen for convenience of construction 
and resulted in a characteristic impedance of 13 Q for this section. When optimally coupled to the 
50 Q UT34 semi-rigid coaxial line 23 that leads away from the ACSTM, the impedance mismatch 
yields a reflection coefficient of 34% for this interface. 26 The smaller amplitude variations in 
trace A of Fig. 3 are caused by an impedance discontinuity at the UT34-SMA 27 connection to the 
source cable, with an estimated reflection coefficient of 10%. Two features are common to both 
traces A and B of Fig. 3. The reflected power decreases with increasing frequency due to 
attenuation in the coaxial cable. This causes a correlated increase in the amplitude of the interference 
pattern resulting from the increase in the proportion of reflected power from the SMA connector. 
Overall, the structure in the microwave signals from the ACSTM probe tip has been greatly reduced 
by properly impedance matching and terminating the microwave transmission lines. 

The 13 Q coaxial cable (used in Refs. 4) was replaced by a segment of UT70-LL semi-rigid coaxial 
cable 25 which has a 50 Q characteristic impedance and still meets the dimensional requirements. 
Namely the outer diameter 0.070” is small enough to fit inside our piezoelectric tube scanner, and 
the center conductor (0.020” diameter) is the same diameter as a standard hypodermic syringe 
tube. 26 Substitution of the syringe tube for the center conductor forms a coaxial transmission line 
with a hollow center conductor (0.012” inner diameter) which can capture the tip in precisely the 
same manner as in our earlier design. Specifically the 0.010” diameter shaft of the controlled 
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geometry Pt-Ir tips 29 are kinked slightly, forming a spring which holds them in place once inserted 
into the syringe tube center conductor. This forms the 50 Q coaxial transmission line leading to the 
AC SIM probe tip. 

Smaller diameter semi-rigid coaxial cable (UT34) connects the IJT70-LL probe tip section and the 
microwave test equipment. The mechanical flexibility of this cable gives better vibration isolation 
and convenience than larger diameter semi-rigid cables. The resulting transition between coaxial 
cables of different sizes must be carefully designed since it can seriously impact the microwave 
performance of the system even though both transmission lines have the same characteristic 
impedance. The standard procedure is to create a compensation step, viz. a small offset between the 
planes of the steps in the outer and inner diameters at the junction (see Fig. 4). 30 The resulting Sy 
in trace B of Fig. 3 shows that the standing waves have been largely eliminated. The remaining 
oscillations are due to one poorly compensated transition in the SMA connector 27 at the test 
equipment end of the UT34 microwave coaxial cable. 

C. Transmission Line Termination 

Cavity mode interference can be further reduced by decreasing the radiation from the probe tip. This 
is achieved by establishing a well-defined plane of termination of the coaxial transmission line. In 
our earlier design (see Fig. 2 of Ref. 4) the center conductor of the coaxial line simply protruded 
0.050” beyond the end of the shield. This left the electrical length of the ACSTM tip ill-defined, 
since this length depends not only on the distance that the center conductor extends beyond the 
shield, but also on the length and geometry of the shield. The ground plane in the small cavity 
ACSTM is defined by the lower half of the small cavity as described above and shown in Fig. 2. 
If the radial extent of the ground plane is larger than the distance that the tip extends above it, there 
is an effective reference plane for defining the electrical length of the probe tip. 32 The flat region 
(F) in the center of Fig. 2 has an inner radius of 0.1” which is twice the extension of the probe tip 
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above the plane and has an outer radius is 0.2”. This structure roughly approximates a short vertical 
monopole (a dipole if the center conductor and its image charge are considered), which resonates 
when its length is one-quarter of the wavelength of the applied microwave radiation (A/4). For a 
probe tip extension, / = 0.05”, this occurs at 5C GHz. For l £ A/4, the radiation from the antenna 
is proportional to /tyA 4 . 33 Hence the combination of a short probe tip extension and a well-defined 
ground plane efficiently reduces probe tip radiation. 

in. ASSEMBLY AND OPERATION 

Due to the limited vertical range of the walker ramps for the coarse approach, the tip and sample 
separation must be adjusted prior to tunneling. Controlled geometry Pt-Ir tips 29 are used in the 
ACSTM (A in Fig. 2). The protrusion of these tips from the ground plane (F in Fig. 2) is adjusted. 
Silver paint 34 is used to mount and to make electrical contact to the samples. 

It is particularly important in the small cavity ACSTM design to limit the lateral motion during 
coarse approach, since a misalignment of the two halves of the cavity of 0.050” results in contact 
and hinders further motion. This is achieved by modification of the walker ramps. Helical grooves 
were milled into the ramps using a 1/8” hemispherical end mill with a pitch of 0.040” in 120°. 35 
Since the 1/8” diameter groove rests on 1/16” ball bearings, enough lateral motion is retained to 
survey the surface by walking the sample holder sideways using the outer walker piezoelectric 
tubes. 21 

The liquid metal seal also requires special attention. The In/Ga/Sn liquid metal alloy does not wet 
the titanium trough. Due to the small dimensions of the channel in the lower half of the cavity, it 
tends to bead up under surface tension. With care, the alloy is made to wet the stainless steel walls 
of the small cavity sufficiently to ensure continuous electrical contact so long as enough liquid metal 
is placed in the channel. The cavity is assembled by attaching the top part of the cavity (C or M in 
Fig. 2) into the coarse approach ramps (D in Fig. 2), then loading the ramps into the elevator to be 
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lowered onto the STM. Continuity of the liquid metal seal is verified by measuring the resistance 
between the top and bottom halves of the cavity. 36 From this point on the operation of the AC STM 
is identical to that described in Ref. 7. 

We demonstrate the operation of this ACSTM with images of an amorphous region of a gold film 
evaporated on mica as shown in Fig. 5. The experiment was performed in air under DC feedback 
control using the internally biased sample holder described above (with Vtip=1.4V and ItunneplOO 
pA). A microwave bias at 18.3775 GHz (+10 dBm) was simultaneously applied to the tip. The 
microwave energy reflected from our sample at the modulation frequency was measured using the 
spectrum analyzer (through a directional coupler). 20 The microwave frequency reflected signal is 
highly correlated with the simultaneously recorded topography. 

IV, CONCLUSIONS AND FUTURE PROSPECTS 

Implementation of these improvements has greatly reduced the frequency domain artifacts caused 
by interactions other than at the tunnel junction. Hence frequency domain measurements can now 
be made without the need to compensate for cavity mode and standing wave resonant effects, thus 
improving the signal-to-noise ratio. This broadband ACSTM design terminates the coaxial shield 
in a ground plane and keeps the distance that the probe tip extends above that plane as short as 
possible. We have found that electromagnetic interactions unrelated to the tunnel junction properties 
can dominate the AC response of the ACSTM. These interactions, specifically 1) cavity modes, 

2) standing waves, and 3) radiation, must be systematically eliminated or minimized in any ACSTM 
design. These were addressed here by 1) forming a small nonresonant cavity and applying 
microwave absorbers, 2) careful attention to impedance matching and compensating transitions, and 

3) properly terminating the ACSTM probe tip, respectively. 
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FIGURE CAPTIONS 


Fig. 1. Electromagnetic cavity modes of the EMI/acoustic shield are detected by the coupling 
between the ACSTM probe tip and sample. S 21 (transmission) vs. frequency is measured. 
The probe tip design is that of Ref. 7. 

A) The cavity modes manifest themselves as the structure in S 21 . 

B) This curve has been offset by +40dB for clarity. The conditions are identical to A, except 
that the microwave absorbers described in the text were introduced into the cavity. 

Fig. 2. Cross-section of the tip-sample region showing the small cavity ACSTM with the liquid 
metal seal and optional internally biased sample holder (above). 

A) tip, B) sample, C) top of the cavity and sample holder (copper), D) beetle ramps 
(titanium), E) lower part of the cavity (titanium), F) liquid metal, G) piezoelectric scanner 
tube, H) UT70-LL ACSTM probe tip assembly, I) stainless steel tubing contacting the 
liquid metal, J) macor spacer, K) piezoelectric beetle walker tubes, and optional; L) battery 
forming the top of the cavity, and M) battery mount The assembly forming the top part of the 
cavity is held in pace by spring clips formed from beryllium copper (not shown). 

Fig. 3. A comparison of Sn (reflected signal) vs. frequency for two ACSTM designs. 

A) Sn for the ACSTM design described in Ref. 7. The large features at 7.5 and 15 GHz are 
due to destructive interference from reflections at the probe tip and the 50 Q -13 £2 interface. 
The smaller features are caused by interference of the ACSTM probe tip and the SMA 
connector reflections. A second periodicity is due to the interference of the waves reflected 
at the 50 £2 -13 Q transition and at the SMA connector. 

B) S 11 for the small cavity nonresonant ACSTM design. The curve has been offset by +1 OdB 
for clarity. The remaining structure is caused by the SMA connector shunt capacitance. 
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Ftg. 4. Diagram of the compensating transition between the UT70-LL and the UT34 semi-rigid 
semi-rigid coaxial cables. The center conductor of the UT70-LL has been replaced by 
stainless steel hypodermic syringe tube (0.020" outer diameter and 0.012" inside diameter). 
Two bushings were used to form the transition. A first bushing assures concentricity of the 
center conductor junction and a second forms the connection between the shields. 

Fig. 5. Simultaneously recorded conventional STM (A, left) and ACSTM (B, right) images of a 
500 Ax 500A area of an amorphous region of a gold film evaporated on mica. The images 
were recorded under constant DC current feedback control with Vti p =1.4V and 
ItunneF 100 pA using the internally biased sample holder. A microwave bias at 18.3775 GHz 
(+10 dBm) was simultaneously applied to the tip. The image on the right shows the 
microwave signal reflected from the ACSTM tip back to the spectrum analyzer (through a 
directional coupler) at the modulation frequency. 
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